[Use of a particular cellulose acetate supporting agent in the electrophoretic evaluation of human hemoglobin].
576 subjects of whom 450 with hereditary anaemia and 116 normal are studied to establish the haemoglobin pattern. The assay is carried out using the standard cellulose acetate and an particular cellulose acetate medium cellogel RS "Wedge". The results show that cellogel RS in comporation with standard medium permits either an better resolution of the hemoglobin bands or a better detection of the pathologic bands.